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510(k) Summary

This summary of 510(k) safety and effectiveness information is being submitted in

*accordance with the requfremients of SMDA 1990 and 21 CIR,§8O7.92.

* . GENERAL INFORMATION

Establishment

Address: Siemens AG, Medical Solutions
1-enkestrasse 127
D-91052 Erlangen
Germany.

*Registration Number: 3002808157

*Contact Person: .Viktoria Benz
Regulatory Affairs Manager
Telephone: +49 (9131) 84-4483
Telefax: +49 (9131) 84-8691

Device Name and Classification:

*Trade Name: syngo. plaza VBlIOA

*Classification Name: Picture Archiving and Communications'System.

*Classification Panel: Radiology

&R CFSection: 21 CFR §892.2050

* Device Class: *Clasi HI

* Product Code: . LLZ

*5 10(k) foriqngo®.plaza July 30,2013 .PgK



II. SAFETY AND EFFECTIV'ENESS INFORNIATIONT SUPPORTrING iTHE SUBSTIANTIAL
EQUIXALENCE DETERMIINATION

Device Description and Intended Use:
syngoplaza is a Picture Archiving and Communication System intended to display,
process, read, report. communicate, distribute, store, and archive digital medical
images, including mamnmographic images.
It supports the physician in diagnosis and treatment planning.

For primary image diagnosis in Mammography only uncompressed or non-lossy
compressed images and only preprocessed DICOM "For Presentation' images must
be used. Also monitors (displays) and printers which received FDA clearance for
Mammography must be used.
syngo.plaza also supports DICOM Structured Reports.

In a comprehensive imaging suite, syngo.plaza integrates Hospital / Radiology
Information Systems (HIS / RIS) to enable customer specific workflows.
syngo.plaza optionally uses a variety of advanced postprocessing applications.

Note:
Web-based image distribution is not intended for reporting.

Technological Characteristics:

syngo.plaza is a "software only"-system. which will be delivered on DVD to be
installed on common IT hardware, matching the syngo.plaza hardware requirements.

s vngio.plaza w~ill be installed by Siemens implementation engineers.

The integration into customer specific IT environments is offered based on professional
services. Updates / upgrades are offered based on service contracts and fulfilled by
trained service technicians.

This is also applicable for the predicate device syngo.plaza VA2OA (K 101666).

510(k) for svngodW.plaza July 30. 2013 Page K 3



o O~ - 0

E5-6 E~e'

~o{ ni EOp 0  0 .~

EC u~C
U r m u

'a 21

oa05 ~

o 4Eaa oE~ " 0 U-

0 to

0 o-

om

UU

.2 EZ2c ~o



zz

CL -0 
0 c

U 0 u v- CA>

o U.- Ic- eg Q

0 00 a

E >~

r C u eCa ~u E E0j COAa.C W >.

t L a D aEv w 0. 9 '.

Ce u.C .-

co u

"0 > 4

o ft

CL>
La- w L e E E

4) uj H u
I: ,ao E~ vLu cc

0' Co oe a. o
CL Ej tDL- -gadm

>e 'a ', U

a: CI c

0) 4)
ten E~



0 >

E o E ~ -

- 0 C . C L

x~ ~

'aa
V- .

* -v a-
o0

>. 0

Cz 0)
4) ~ .Cu

0LL C rf 2

~u >w~ m-
u >~

0C
u 0-

E-

-nf

CU -L

CI< CL



00
o 0C C~

- to C to

CO u.. C6

Ur i. c~ E/ 'a0 ~ ('

'0 'E )0 C
U- V) C) 0

00 o Coo~ ~ OD ~C
a - f



0 0

0 Ll - C.

'm <>E UC2E <ZE SEo

-w >, 0 M0 t a am t >,
0 o MC 0 (

a3 a >4 > 0 00 0 -e >

E E))~

on af E - E D ~ ~ ~ -
E 2 03~ 0

C v C.- m c 0 ~ -6 a C m

gz~ F E E U-Cr

0 0
c M~ c 0 t 0 W M C x

c 0. c 0 ac 0

00

0 Z; 04

.c 0 0 u U

.2 .2 t' 0 Z
Er us <? Eo m- ?.E

~c 0 0 .-zw XE Z o *

CD u 0
0N0 0.6~ ) 0 U to

<co. > E.u U-0

>, m C CC 0-0
o '~0 

> >1 0 
CL,~ .

Z: ~ 0 0 ' 0 (

u t0 =- .. = .0 a. V6v 0 C0'u

OD I~f = =~ u E M E m
o' E oo OSE<&~~in ocn &E

0 E-

E~ 'o< 
0



CID 0

r. z COaD ' 0

CL '0 0 L -

E~ 73a. ~ ~ . ~ C ~ -

c~*CE a vE 0

~ 0 ci~ L.

11 4).2l 4) >~g n >. ~ 5

o ~ e E~ C 016~ 4 ) d4)
4  

C- C . ~ ~ .2E a...

0- C cc~F4) ~ C C - C4

~~~ F- -S ) C i-

0 0'

-, c

-o4~ O C

-4 mo r -J-1

co c !2 -
ma mul 1w gW>E.'

CL >0 >t L =

- .0



0.0 -, C C

cc u 'A o
= -~ vE'A

-0 0

u C C'A'

ur) U'A o - 0

Cuu 0 C

c... 0)

040.

a La-

-0 E toC). ?

r C

4) .2

C b'-4) C 'A



0 70

a >1

tCz

12C

CL a

4) 4) .) 2>
6.04 Q~' *W4) 4)4)

0 >
,4q =U C; a <.. ct0 Z0 4

oo (Atb( u ~ u u
,a a 6 ~ 7a

C - . 4),. 6. E



C,- EL o =-E

tw u2 0 u

_~ 0 )*

U < - -

C, a 0m) vCU U =-="

u, 2 , c "t

to 0Ae ~ C
C, 0) 4) > zo

-0 m f

-I-

> - m

Ln C4~~l' 0~
2 13~

tC>0 -ak

LG -ri C:M



0 0 0

cic

EE
e1

Z E-
om .E 1

.2 i-

E -0

E4! - 0 ~~o . ~ '
M , 0-a

cc a

4) ~ o ~ E N)

4) 00 w - L J

to

t_0 .cu, *- C C&.LUD

o C:
Uz u tlz *)~)Q -~a -S

<C ~ 0 ~E 4 ) .~-E -

Et~~n-a.. UU



CL
0 -

>,a. C)

LUw

E - 2 t-.

0 0C

Co > -0
.) - > U

c CL ; La

o- u

0 -o 0-~(

>

toh

LL,,

csC

0 U,

Cl.-.



Summary' of Non-Clinical Testing:

The software verification and validation (Unit Test Level. Integration Test Level and
System Test Level) was performed for all newly developed components and the
complete system according the following standards:

- ISO 14971:200721
- AIMIANSI ES 60601-1:2005/(R) 2012 + Cl :20091(R) 2012, clause 14
- lEG 62304:2006
- IEC 62366:2007
- DICOM Standard [2011]
- HL17 [2006]
- ISO/lIEG 10918-1:1994-+ TC 1:2005
-ISO/lIEG 15444-1:2005+T'C 1:2007
-ISO0/ I EC 13 818:2009

After completion of the system test and comparison of the test results with the
software release acceptance criteria. Siemens is of the opinion, that syngo.plaza is
substantially equivalent to and performs as well as the predicate device.

General Safety and Effectiveness Concerns:

The device labeling contains instructions for use and any niecessary cautions and
warning, to provide for safe and effective use of the device.

Risk management is ensured via a risk analysis, which is used to identify potential
hazards. These potential hazards are controlled via software development, verification
and validation testing. To minimize hazards. Siemens adheres to recognized and
established industry practice and standards.

syngo.plaza conforms to the applicable FDA recognized and international lEG, ISO,
and NEMA standards with regards to performance and safety as recommended by the
respective FDA Guidance Document.

Substantial Equivalence:

The syngo.plaza. addressed in this premarket notification, is Substantially equivalent
to the following commercially available device:

MauatrrPeictIeieNm FD.-i Clearance
tlanuactuer Pedicae Deice ame ihej'

Siemens synga.piaza VA20A K 101666

The syngo.plaza described in this 5 10(k) has the same intended use and similar
technical characteristics as the predicate device listed above in regard to the specific
functional it ies.

21 The submitted MRS document shows DIN EN ISO 14971:2012 version of this standard which is
already recognized in Germany.
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in summary, Siemens is of the opinion that syngo.p]aza VB1OA does not introduce
any new potential safety risks and is substantially equivalent to and performs as well
as the predicate device.
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DEARMNTOFHALH UMN EVIE Pui.4 Heflt Service

DEPARTMENT~Foo OF HELDruHMNgEVIE Admtuuurtioe

10903 Newv Humipstre Avenue
o Carietcrol cent - W066-AOQ

Silver Spring, MD 2093.000

December 9, 2013
Siemens AG Healthcare
% Mr. Olaf Teichert
Third Punty Reviewer
Tuv Sud America, Inc.
1775 Old Highway 8
NEW BRIGHTON MN 55112-1891

Re: K132532
Trade/Device Name: Syngom plaza VBIO0A
Regulation Number: 21 CFR 892.2050
Regulation Name: Picture archiving and communications system
Regulatory Class: 11
Product Code: LIZ
Dated: November 06, 2013
Received: November 12, 2013

Dear Mr. Teichert:

We have reviewed your Section 5 10(k) premarket notification of intent to market the device
referenced above and have determined the device is substantially equivalent (for the indications
for use stated in the enclosure) to legally marketed predicate devices marketed in interstate
commerce prior to May 28, 1976, the enactment date of the Medical Device Amendments, or to
devices that have been reclassified in accordance with the provisions of the Federal Food, Drug,
and Cosmetic Act (Act) that do not require approval of a premarket approval application (PMA).
You may. therefore, market the device, subject to the general controls provisions of the Act. The
general controls provisions of the Act include requirements for annual registration, listing of
devices, good manufacturing practice, labeling, and prohibitions against misbranding and
adulteration. Please note: CDRH does not evaluate information related to contract liability
warranties. We remind you, however, that device labeling must be truthful and not misleading.

If your device is classified (see above) into either class 11 (Special Controls) or class Ill (PMA),
it may be subject to additional controls. Existing major regulations affecting your device can be
found in the Code of Federal Regulations, Title 21, Parts 800 to 898. In addition, FDA may
publish further announcements concerning your device in the Federal Register.

Please be advised that FDA's issuance of a substantial equivalence determination does not mean
that FDA has made a determination that your device complies with other requirements of the Act
or any Federal statutes and regulations administered by other Federal agencies. You must
comply with all the Act's requirements, including, but not limited to: registration and listing (21
CFR Punt 807); labeling (21 CFR Part 801); medical device reporting (reporting of medical
device-related adverse events) (21 CFR 803); good manufacturing practice requirements as set
forth in the quality systems (QS) regulation (21 CFR Part 820); and if applicable, the electronic
product radiation control provisions (Sections 53 1-542 of the Act); 21 CFR 1000-1050.



Page 2-Mr. Teichert

If you desire specific advice for your device on our labeling regulation (21 CFR Part 801), please
contact the Division of Small Manufacturers, International and Consumer Assistance at its toll-
fr-ee number (800) 638 2041 or (301) 796-7100 or al its Internet address
httn2://wwwfda.gov/MedicaDevices/Resources'orYou/ndtisrv/default.hm. Also, please note
the regulation entitled, 'Misbranding by reference to premarke notification" (2 ICFR Part
807.97). For questions regarding the reporting of adverse events under the MDR regulation (21
CFR Part 803), please go to
htin://www.fda.gov/McdicalDcv iccs/Sat'ctv/RcnortaPi-blcirn/dct'Lilt.htm for the CDRH's Office
of Surveillance and Biometrics/Division of Postmarket Surveillance.

You may obtain other general information on your responsibilities under the Act from the
Division of Small Manufacturers, International and Consumer Assistance at its toll-free number
(800) 638-2041 or (301) 796-7100 or at its Internet address
httK://www.fda.gov/MedicaDevices/RcsourcestbrYou/Industrv/default.htm.

Sincerely yours,

for
Janine M. Morris
Director, Division of Radiological Health
Office of' In Vitro Diagnostics
and Radiological Health

Center for Devices and Radiological Health

Enclosure



INDICATIONS FOR USE

510(k) Number (if known): K 132532
Device Name: synpo'tnpaza VBlSA

Indications For Use:

syngo.plaza is a Picture Archiving and Communication System intended to display, process,
read, report, communicate, distribute, store, and archive digital medical images, including
maninographic images.
It supports the physician in diagnosis and treatment planning.

For primary image diagnosis in Mammography only uncompressed or non-lossy compressed
images and only preprocessed DICOM "For Presentation" images must be used. Also
monitors (displays) and printers which received FDA clearance for Mammography must be
used.
syngo.plaza also supports DICOM Structured Reports.

In a comprehensive imaging suite, syngo.plaza integrates Hospital / Radiology Information
Systems (HIS / RIS) to enable customer specific workflows.
s)7igo.plaza optionally uses a variety of advanced postprocessing applications.

Note:
Web-based image distribution is not intended for reporting.

Prescription Use X AND / OR Over-The-Counter Use___
(Pant 21 CFR 801 Subpart D) (21 CFR 807 Subpart C)

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE IF' NEEDED)

Concurrence of Center for Devices and Radiological Health (CDRH)

(Division Sign-Off)
Division of Radiological Health

Office of In Vitro Diagnostics and Radiological Health
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